Biannual Microbial Water Quality Control Worksheet
Millipore Heterotrophic Plate Count Sampler, Cat # MHPC10025

Lot #____________________     Exp. Date__________________

Start Date of Test _________

Incubator Temperature (25-350C): Day 0_____ Day 1_____  Day 2_____  Day 3____

	Location
	Type I/II
	Indicator Light 
	CFU/ml*

(72 hours)
	Acceptable?
	Corrective Action

	2A10

EM
	I
	
	
	
	

	2A21

Cytology
	II
	
	
	
	

	2N100

Cytology
	I
	
	
	
	

	2A22

Histology
	II
	
	
	
	

	2A28

Histology
	II
	
	
	
	

	6N109

Flow
	II
	
	
	
	

	2N109

IHC
	II
	
	
	
	

	2N220

IHC
	II
	
	
	
	

	2N110

Molecular
	II
	
	
	
	

	37/2016

Cytogenetics
	I
	
	
	
	


*Colony Limits: Type I maximum of 10 CFU/ml



    Type II maximum of 1000 CFU/ml

Date:  _____________________

Performed By:  _______________________________________________

Reviewed By:  ___________________________________________________
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